Constriction of vein grafts with braided external Nitinol meshes had previously led to the successful elimination of neo-intimal tissue formation. By knitting the meshes rather than braiding we investigated whether pulse compliance, smaller kink-free bending radius and milder medial atrophy can be achieved without losing the suppressive effect on intimal hyperplasia.
INTRODUCTION
Attempts to improve vein graft performance through external mesh support go back several decades. [1] [2] [3] [4] [5] [6] More recently, it emerged that a key-principle of mesh protection is diameter constriction. [7] [8] [9] By reducing the size mismatch between vein grafts and run-off arteries, constriction leads to reduced circumferential stress and increased shear stress and thereby inhibits neo-intimal tissue formation. 10, 11 Yet, external mesh support also introduces foreign materials and structures, both associated with peculiar biomechanics, biocompatibility and tissue responses. Non-pervious meshes, for instance, were shown to augment rather than mitigate intimal hyperplasia. 5 Similarly, polymeric mesh materials are known to cause a strong foreign-body inflammatory response associated with the release of inflammatory cytokines that may induce intimal hyperplasia. 12 Alternatively, metals have been used for vascular stents for more than two decades and are known to elicit hardly any inflammatory response. Initial attempts to use loosely braided metal meshes for external vein support were already reported in the 1990s. 13 Apart from mitigating neointimal tissue formation they were shown to protect the vein grafts against compression and deformation. 14 Our own group used metal meshes to 4 demonstrate that, in order to achieve optimal suppression of diffuse intimal hyperplasia, 7 the degree of overall constriction needs to aim at a diameter match of vein graft and host artery. 8 Furthermore, by introducing the super-elastic shape memory alloy Nitinol as a mesh material, persistent longitudinal pleating of braided meshes became possible thereby allowing extreme constriction of vein grafts without the occurrence of wall folding. However, as much as braided
Nitinol meshes were capable of proving the importance of graft constriction in the absence of an appreciable inflammatory response, they do not optimally address other crucial aspects of mesh support. One of these aspects is the need to eliminate diameter irregularities. By eradicating the eddy blood flow accompanying luminal irregularities, constriction to a constant diameter would not only address diffuse but also focal intimal hyperplasia. 15 As braided meshes 'snuggle' against a vein wall like 'Chinese finger catchers', their capacity to maintain a constant diameter is limited. Moreover, it is almost inevitable to avoid longitudinal stretching of braided meshes during placement. As a consequence, additional unintended constriction ensues unless a spacer-rod or full-length balloon is inserted into the lumen 16 -a measure that would lead to significant endothelial damage. Therefore, ideal meshes would have a structure that does not lead to unrestricted diameter narrowing when stretched.
Apart from the need for diameter-consistent meshes, it is biologically desirable to also integrate a certain degree of pulse compliance. The dramatic atrophy of the media seen in veins supported by non-compliant meshes [6] [7] [8] confirmed previous observations that pulsed circumferential deformation is needed for maintaining a certain thickness of the media. As vascular smooth muscle cells have been shown to release factors with long-term physiological effects on endothelial cells (EC), 17, 18 a functionally responsive and well-developed media is desirable. Since other issues such as fraying and bending-radius also contribute to the surgical performance of external vein meshes, a second generation of vein meshes needs to address a variety of structure-related aspects that go beyond the baseline-need of constriction.
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Therefore, we assessed a Nitinol mesh structure with interlocking loops against the previously established braid. Once the physical test data suggested that the desired improvements to the mesh structure had been achieved, the knitted meshes were used for vein graft constriction in long-term primate implants.
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MATERIALS AND METHODS
NITINOL MESHES
Based on previous diameter optimization in the same animal model 7, 8 Figure 1 ). Replicates of n=3 and n=4 were used for the measurement of physical properties and for compliance testing, respectively.
Mesh Surface Area
The Nitinol surface area was calculated from the mass of the mesh per unit length, the material density of Nitinol (6.45 g/cm 3 ) and the diameter of the Nitinol wires (n=3). The Nitinol surface area was related to the area of the ablumenal surface of the vein inside the mesh at a 'resting' diastolic pressure of 80 mmHg. The adventitial surface area of the vein was calculated by assuming the outer diameter of the vein to coincide with the inner diameter of the mesh.
Pulse Compliance
Compliance was measured by volumetric displacement testing (DCT3 compliance tester, Dynatek Dalta, Galena, MS, USA). The mesh sample (n=4) was placed over a hyper-compliant silicon tube and inflated (distilled water, 37°C) and the internal pressure cycled at 70bpm between 80 mmHg and 120 mmHg. The change in water volume between the two pressure values was monitored and subsequently used to calculate radial compliance under compensation of the stiffening effect of the silicon tubing. Pulse compliance was expressed as percentage diameter-expansion between diastole (80mm Hg) and systole (120mm Hg).
Bending Stiffness and Radius
The bending stiffness was determined from a deflection test (air, room temperature) of mesh samples (n=3). A rod was inserted into mesh samples and the maximum deflection of a free length of mesh (20 mm for knitted, 40 mm for braided) due to the mesh's weight was measured with a ruler. The bending stiffness EI y was calculated according to where q is the weight per unit length, l is the sample length and f m is the deflection.
The bending radius r b of the braided mesh was calculated from the deflection test data using whereas it was measured using a cone test for the knitted mesh. The two different methods were required due to the large difference in bending stiffness of the two mesh types rendering the cone test unsuitable for the braided mesh whereas the mathematical calculation could not be applied to the knitted mesh.
Longitudinal-Radial Deformation Coupling
The coupling of longitudinal and radial (i.e. transverse) deformation was assessed in uni-axial tensile testing (Instron 5544; Instron, Norwood, MA; air, room temperature) of mesh samples (n=3; sample length: 55 mm, gauge length: 40 mm). The samples were distended longitudinally until the tensile force rose sharply indicating an onset of locking. Longitudinal extension and force were recorded during the test. At 5% increments of longitudinal strain, macroscopic images (Canon D60, Canon, Tokyo, Japan) of the mesh were recorded to document the radial dimension of the mesh. The mesh diameter was measured in each macroscopic image using digital image analysis (Photoshop, Adobe Inc, San Jose, CA).
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Radial Compression
The resistance against radial compression was determined in uni-axial compression test Superficial femoral veins were used as bilateral femoral artery interposition grafts (n  =24 / n=6 per group / length 55.6±.5.4mm) which were previously shown to resemble human saphenous vein grafts both with regards to size-mismatch and wall composition 7, 8 . One implantation in each subject was a control graft whereby the implantation side for the mesh grafts alternated between successive animals.. Vein harvest methods strictly followed no-touch principles to prevent spasm and thus allow for the assessment of in-situ dimensions. Meshs were applied by gently pulling the veins through an introduction straw on which the Nitinol mesh was mounted. At completion of the anastomoses (running 7/0 Prolene; Ethicon Inc., Somerville, New Jersey, USA) the mesh was briefly slipped back towards the middle of the graft and the cross-clamp was intermittently opened to allow the measurement of the OD of the distended vein graft without Nitinol mesh support. Two groups were additionally sprayed with fibrin sealant (FS) Tisseel®, Baxter International, Inc. after the cross-clamp was removed to determine a possible biological effect of the attachment glue for the mesh. As such, four groups were compared: group I (mesh constriction without FS; n=6); group II (mesh constriction with FS; n=6); group III (controls without FS; n=6) and group IV (controls with FS; n=6). No antiaggregatory medication was given post-operatively. All grafts were explanted after 180 days.
At explantation grafts were perfusion-rinsed with heparinized Ringer's solution before perfusion fixation with 1L of 10% formalin in PBS (iliac cannulation; perfusion pressure of 120mm Hg). Given the natural recoil tendency of a non-pressurized artery, vessels were fixed at systolic pressures to preserve those lumenal dimensions for analysis which exist during the forward flow phase. The grafts and the surrounding tissue were resected en bloc. After a 15mm
long central specimen underwent macroscopic image analysis before it was further sub-divided and embedded in resin and processed for electron microscopy.
MORPHOLOGICAL ANALYSIS
Macroscopic vein graft analysis using image analyses of midgraft sections (QWinPro V 2.5;
Leica Microsystems Imaging Solutions) was previously described in detail. 7, 8 Macroscopically obtained luminal dimensions were cross checked with microscopic measurements calculated on the basis of ODs, wall thicknesses of control samples, fixation-related shrinkage quotient and previously determined tissue compression within a mesh under arterial pressures. 7, 8 Dimensional mismatch between vein grafts and host arteries was expressed as the quotient of cross sectional areas Q c = a h /a g whereby a h represented the cross sectional area of the host artery and a g that of the interposition graft with Q c = 1 representing a perfect size match.
Resin Histology:
Wire-containing anastomotic-and mid-graft sections were infiltrated with methyl methacrylate resin (MMA) (Sigma-Aldrich, Steinheim, Germany). Dynamic sample-infiltration was done Image Analysis:
Using Eclipse Net (Laboratory Imaging, Prague, Czech Republic) software composite images were assembled from digital single-frames that were captured at 4x or 10x magnification (Nikon Eclipse 90i and Nikon Coolscope). Lumen-and mesh-dimensions were obtained from resin sections. Intimal hyperplasia tissue (IH) was discernable by its demarcation through a largely present internal elastic lamella (IEL). Muscularity was defined as the partial cross sectional area of media smooth muscle cells within the boundaries of the media. After delineating the media between the internal elastic membrane and the adventitia, the measured actin-positive area was subtracted and expressed as a percentage of the total cross sectional area of the media
Scanning Electron Microscopy
After SEM preparation 7, 8 images were digitally captured by Orion V5.20 software (Orion, Brussles, Belgium) at 15x magnifications. Surface endothelialization was quantified using Scion
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Image Software (NIH, Bethesda, USA). When the low-magnification pictures were inconclusive zooming-in on parallel live-images allowed verification.
Faxitron Analysis
The integrity of the Nitinol mesh at explantation was assessed by faxitron analysis Faxitron MX20; Faxitron X-ray Corporation, IL) using a 35KV setting. A scoring system was applied for wire breakage whereby zero was intact; one represented isolated, single wire breakage and two extended damage areas.
STATISTICAL ANALYSIS
Post-hoc comparisons between continuous data sets (n=6) were performed using the Student's unpaired t-test. Endothelial confluency data, which were seen to have unequal variances, were compared using non-parametric Kruskal Wallis/Wilcoxon testing. Patency data were compared using Fisher's exact test. Two-tailed p values <.05 were regarded as demonstrating statistical significance. 
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RESULTS
BIOMECHANICAL MESH CHARACTERIZATION
IN VIVO PERFORMANCE OF KNITTED MESHES
Graft Dimensions
Graft Pathology
In all four groups 4/6 grafts were patent at 180 days. There was no significant correlation between graft occlusion and individual animals as only one occluded graft in each group had an occluded contralateral corresponding graft. In the patent grafts, both control groups showed a thick, whitish vessel wall at the time of explantation (Figure 6) . On a microscopic level, wall thickness of controls almost doubled (group III: +99.3%; p<.0002 and group IV: +82.5%;
p<.0006). Although FS-sprayed controls were in average 30.8% thicker than untreated ones the difference was non-significant (p>0.1 NS).
Mesh-supported groups showed a thin vessel wall with the tissue between the blood surface and the mesh being so delicate that the mesh was visible from the blood side ( Figure 6 ). Yet, an overall increase in wall thickness of 48.6% (group I; p<.04) and 43.7% (group II; p>0.06 NS) was observed histo-morphologically over the course of 6 months.
Endothelium
Although 38% of mesh-supported grafts showed an uninterruptedly confluent endothelium versus none in the control groups at explant, the overall difference in surface coverage (91.0±8.9% versus 79.2±15.9) was not significant (p<.2). None of the grafts showed less than 2/3 of their surface confluently endothelialized.
Midgraft Intimal Hyperplasia
Both control groups showed distinct neo-intimal hyperplasia (NIH) tissue (Figure 7 ) that was sometimes mildly eccentric. Mesh supported vein grafts had largely a monolayer of endothelium resting on a thin layer of loose acellular matrix (<10m in thickness) or a thin 
Anastomotic Intimal Hyperplasia
Meaned over 2.5mm from the anastomosis, neointimal tissue was 1.6x thicker than in the midgraft region in controls (NS) and 3.7x thicker in mesh supported grafts (NS). When measured directly at the anastomosis, it was 1.5x thicker in controls (NS) and 2.7x thicker in mesh supported grafts (NS). In both controls and mesh grafts FS-spraying had no significant effect.
Yet, in absolute terms NIH was still manifold thicker in controls than in mesh grafts. This difference was more pronounced at the proximal anastomosis 5. There was a trend towards more circular orientation of the relatively densely packed smooth muscle cells in the mesh supported groups (Figure 9 ). At the anastomoses media thickness was 2.8x higher in controls (NS) and 3.5x in mesh grafts (NS) with no influence of FS or distal or proximal location.
Adventitia
Mesh support led to a dramatic reduction in adventitial thickness -55.3% (p<.006) without FS and -40.1% (p<.005) with FS ( Figure 7 ). The effect of fibrin sealant was insignificant with regards to adventitial thickness + 11.2% (NS) in controls and +68.7% (NS) in mesh supported
veins. Yet, the outer capsule appeared thicker and the overall collagen content higher in the FS treated groups.
Faxitron Assessment of Mesh Integrity
None of the occluded grafts showed any signs of wire breakage. In the patent grafts, 63% of meshes showed local signs of wire breakages at the narrow loops of the knit in proximity to the proximal anastomosis near the hip joint (Figure 10) . Half of the affected meshes showed the breakage to be limited to a few adjacent wires along one longitudinal row of loops while the other half showed similar lines of adjacent wire breakages in two or maximally three neighbouring rows of wire loops (Figure 10) . None of the meshes showed multiple sites of wire breakage.
DISCUSSION
An external Nitinol mesh for vein grafts was developed that introduced the concept of stretchresistant diameter-constancy, pulse-compliance and fraying resistance. Using an identical animal model and the same mesh diameter as in previous studies we could show that a knitted structure significantly improved the handling characteristics and biomechanics of braided meshes without reducing their dramatic effect on the suppression of intimal hyperplasia.
Given the similarity in vascular patho-biology between large, senescent chacma baboons and man, 17, 18 this low-throughput animal model was chosen. As it represents a non-human primate model, a conscientious effort was made to keep the number of control groups to a minimum.
Overall, the advantages of a knitted mesh structure reached from better kink-protection to a more physiological remodelling of the vein grafts. From the surgical standpoint, the markedly lower bending stiffness and kink-free bending radius of knitted meshes can be expected to promote higher vein graft flexibility than braided meshes, thereby allowing an easier adaptation of the graft to anatomical requirements. As the kink-free bending radius was more than 9 times narrower than that of braided meshes, the anticipated effect is significant. Since the vein is abluminally glued to the mesh, the kink-free radius and the difference thereof between the two mesh types is expected to remain similar. This is also supported by the fact that the mechanical contribution of the pressurized vein inside the mesh is the same for knitted and braided mesh. Moreover, despite the low bending stiffness, knitted meshes exhibited a higher resistance against longitudinal stretching and the associated radial narrowing than braided ones. While the radial constriction resulting from longitudinal stretching was initially constriction. 16 However, apart from added complexity, the associated endothelial damage would not be compatible with contemporary 'no-touch' approaches to vein harvesting. 20 Moreover, even the lower compression-stiffness of knitted meshes may not be a disadvantage as the higher resistance of the braid is an integral part of the generally stiffer and less flexible nature of this mesh.
This stiffness is also reflected in the practically absent recoil compliance of braided meshes in spite of the use of a super-elastic material such as Nitinol. The term compliance needs to be defined as it is often used for outward expansion rather than full hysteresis. The pulsatile recoil compliance of an artery between the systolic and the diastolic pressure is approximately 11.5%/100mmHg. 21 As a vein graft reaches full outward distension at 30mm Hg which is below diastolic pressures, there will be no 'pulsatile' compliance in the arterial circulation without an external support that actively pushes the vein wall back during diastole. Although the pulsecompliance of knitted Nitinol meshes is less than half of that of an artery, it clearly generates diastolic reverse-force under physiological pressures and as such pulsatility. The media of blood vessels is a sensor organ for the biomechanical forces during cardiac cycles. In capacity vessels such as veins that hold 85% of the circulating blood volume without being exposed to pulse pressures, a collagen-rich media with a 45 degrees smooth muscle cell orientation provides an optimal adjustment tool for volume changes. In arteries, where resistance and pulse absorption are in the foreground, a muscle cell-rich, circularly oriented media best addresses these needs.
Conventional vein grafts are adventitially locked in full distension and as such, their media does not encounter pulsatility. The result -often wrongly termed 'arterialization' -is in fact a distinct atrophy of smooth muscle cells accompanied by the doubling of intercellular collagen. 7, 8, 22 Given the physiological importance of an arterial media both with regards to its interaction with the intima and its biomechanical shock-absorber function, one additional goal of mesh protection should therefore be a 'true arterialization' of the media of vein grafts. When vein grafts were constricted by tight, braided meshes, the degree of smooth muscle cell atrophy was even more pronounced than in control veins but in the absence of collagen it resulted in a densely compacted media of approximately one quarter of its previous thickness. 8 Using the identical animal model in the current study, knitted meshes led to a distinctly milder degree of atrophy with almost 2/3 of the media thickness preserved. In the absence of sizable amounts of collagen in the compacted media, smooth muscle cells showed a preferentially circular alignment approximating the media orientation of arteries.
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Further to kink-resistance and pulse-compliance, another advantage of a knitted structure is its fray-resistance. Previous clinical trials showed support-failures at the anastomosis of mesh grafts due to the proneness of braids towards fraying. 16 As different wire densities are inherent to braids and knits, one could argue that the observed differences between the two structures merely reflect different void dimensions. The fact that the biomechanics of braided meshes remained relatively constant even when the wire density varied by a factor two, 7 indicates that the distinctly different characteristics of knitted meshes are inherent to the structure rather than the wire density. However, although the braided mesh used had the lowest wire density reported, it still contained significantly more Nitinol per length than the knitted one. Even though Nitinol represents a particularly 'biocompatible' material compared to polymers, it nevertheless represents foreign matter and as such, providing superior biomechanical support with less material is clearly desirable. As the flimsy support mesh snuggles loosely against the vein wall, attachment prior to the pressure filling of the graft is crucial during surgery. Given the wide use of FDA approved fibrin sealant in surgery and its successful application in previous studies with braided meshes 7, 8, 16 a study that potentially represents a base line investigation into a new device needed to exclude the possibility of fibrin sealant having an effect on its own. Our results confirmed our preceding observation that more pronounced periadventitial fibrosis resulted in a trend towards diameter shrinkage of FS sprayed controls, without influencing the behavior of mesh grafts or the wall remodeling of any group.
While the biomechanical characteristics of knitted and braided meshes differed significantly, a basic underlying principle of mesh protection -namely the elimination of the diameter mismatch between vein grafts and run off arteries -applied regardless. Conservatively emulating clinical conditions of e.g. coronary artery bypass grafts where the Q c is < 0.30, 7 non 21 mesh-constricted control grafts in our study had a Q c of < 0.25 and as such a four to five times higher cross sectional area than the target artery. Given the fact that shear stress declines nonlinearly with the power of three of the vessel diameter, such a distinct caliber mismatch results in a dramatic decrease in shear stress in the over-dimensioned vein graft. As diffuse intimal hyperplasia (IH) is triggered by low shear stress and high wall stress, it follows from Pouseille's law that constrictive mesh sizes should counter neointimal proliferation. The estimated threshold for IH is a shear stress of 5 dynes/cm 2 . 23 In our previous studies IH was almost completely suppressed if the Q c was > 0.45, 7 a cross sectional vessel-to-graft ratio at which this threshold value for shear stress was exceeded. In our present study and its preceding twin-study where we used a braided mesh, 8 the Q c was > 1.3 and > 1.4, respectively.
Inasmuch as the deliberate narrowing of an existing vessel triggers a surgeon's apprehension, a small conduit diameter is fundamentally different from luminal narrowing due to pathological processes. No bypass conduit other than the internal thoracic artery, for instance, has a 10 year patency of more than 90%. Yet, its inner diameter is as small as 2.5mm 7 and its intima free of myo-fibrous proliferation. In contrast, saphenous vein grafts used for both coronary and infrainguinal bypasses show diffuse intimal hyperplasia in the initial 6-18 months followed by focal intimal hyperplasia that eventually lead to occlusive luminal narrowing in a significant proportion of grafts. The triggers for focal intimal hyperplasia are thought to be turbulences as a consequence of diameter irregularities. As such, while the short to medium term goal of mesh constriction is to increase shear forces to protective levels, the medium to long term goal is the elimination of lumenal irregularities. We have previously shown that a diameter constriction of 27% on average would eliminate diameter irregularities in 98% of human saphenous vein grafts. 24 Naturally, there are limits to vein constriction as folding of the vein wall may be seen as detrimental. Yet, when analyzing 100 consecutive patients undergoing coronary artery bypass operations the use of four mesh sizes ranging from 3mm and 4.2mm would have Nevertheless, the combined benefit of a near-total suppression of intimal hyperplasia with a more physiological remodelling response of the media, manifold higher kink resistance and for the most part the elimination of anastomotic fraying make knitted Nitinol meshes a highly attractive concept that holds a high incentive to overcoming remaining obstacles. closer to the area affected by hip bending. Breakages are exclusively found at the interlocking angles of the wire loops of the knitted mesh structure. The fact that breakages are absent in all occluded grafts indicates that graft occlusions occur early and that hemodynamic strain also contributes to the tiring of struts.
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